
Product User manual

• Thank you for purchasing COMMAX products.

• Please carefully read this User’s Guide (in particular, precautions for safety) before using a product and follow 

instructions to use a product exactly.

• The company is not responsible for any safety accidents caused by abnormal operation of the product.

JNS-4CS



1. How to use the product

- Nurse Call / Bed Consol Unit
 - This product works in conjunction with the main unit.(JNS-4CM/PSM)
- This product notifies JNS-4CM of call, talk and emergency.
- When you press the call button, the call lamp (green or white) lights up and the 
   call melody sounds.
   If the other person (nurses) answers, you can talk.
- You can make calls using the CC-200 and make emergency calls using the  
   ES-400,410,420.
- If there is a nurse in the patient room, you can show it to other person (nurses) 
   through PB-500.
- The CL-302I informs the status of the patient room status such as calls, 
   emergency calls, nurses in the room and staff calls.



카메라
고정 스크류 현관카메라 벽걸이 브라켓

현관카메라 벽걸이 브라켓

고정 스크류

2. Specification

Model JNS-4CS

Product category Bed Console  Unit

Power resource 24VDC from JNS-PSM

Wiring 4 wires

Installation type Flush mounted

Dimension(mm) 195(W) x 117(H) x 16(62)(D)
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